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Instructions
For Use

The Carnation Ambulatory Monitor 
is a continuously recording P-wave centric™ ambulatory ECG 
patch monitor that records for up to the prescribed wear time.

IN THE BOX

Indications for Use
The Carnation Ambulatory Monitor (CAM) is designed to 
provide extended duration cardiac monitoring for people 
who are suspected of having cardiac arrhythmias. 

Patient Population
The intended patient population includes both males and 
females not weighing less than 10 kg (22 lbs) who may 
have cardiac arrhythmias.
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PREPARE THE SKIN

Step 1
Remove all hair over sternal area by shaving close to the 
skin. Do not merely clip hair. The prepared area should 
extend 2 inches past where the CAM will be placed.

Step 2
Use all prep pads provided in the box to
clean area shown. SCRUB the skin with
the prep pads until they appear clean 
after use. Skin should be scrubbed well
enough to be slightly reddened. Allow the
skin to dry for 1 minute prior to applying.

PREPARE THE CAM
Step 3
On a flat, hard surface insert the narrow end of the 
Recorder into the Battrode first, and then click the 
Recorder into place with the event button facing up. 
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prep pads

CAUTION: Proper skin prep required to achieve
full length of prescribed monitoring duration.

A green LED
light will blink
for 10 seconds to
confirm activation.
Following the LED
activation sequence,
push down on the event
button once to ensure the
Recorder is clicked firmly in place.
If the LED does not blink, contact Customer Service.

NOTE: The activated 10 second LED blinking will only occur 
while Recorder is connected to the Battrode. No additional 
blinking should occur while the CAM is being worn. Contact 
Customer Service if the LED continues to blink.

Step 4

Record the date and time of CAM activation, which is a 
required field to complete patient registration.

Step 5
Gently peel the liner from 
the CAM by grasping the 
tab at the top of the device 
and peeling downward, 
carefully avoiding contact 
with the adhesive.

OPERATIONAL INSTRUCTIONS
If the CAM becomes soiled, patient may gently wipe exterior 
of device, using a clean, dry cloth.

If Battrode becomes loose or detached from skin, patient 
should press the adhesive portions of monitor back in place.

If you do not see the confirmation blinking LED upon initial 
connection of the Battrode and Recorder, contact Bardy 
Diagnostics Customer Service.

Remind the patient to return the monitor following the 
prescribed period of wear.

SAFETY ALERT DESCRIPTIONS
The symbol shown below identifies a potential hazard category.

CAUTION
This alert identifies hazards that may cause minor personal 
injury, product damage, or property damage.

GENERAL CAUTIONS
This section lists general cautions. Those pertaining to 
specific functions and procedures are included in the text 
where appropriate. 

CAUTION: Contains ECG Electrodes, which can 
damage skin if used improperly. The CAM should be 
used by or in consultation with a health care provider 
familiar with its proper placement and use. Apply 
electrodes to intact, clean skin only. Do not apply over an 
open wound, lesion, infected or inflamed skin.

CAUTION: Damage to skin
Instruct patients to remove electrodes carefully to avoid 
damaging their skin. 

CAUTION: Post-application activity
Instruct patients to avoid showering, bathing, or exercise 
immediately following application, and thereafter avoid 
activities or environments that result in excessive 
perspiration, as this may result in a decreased period of 
monitoring.

CAUTION: CAM adhesive swelling
It is normal for the CAM adhesive material to swell in humid 
environments or when exposed to moisture. Instruct 
patients to allow adhesive to dry following activities such as 
showering or exercise. If desired, patient can gently pat with 
a dry towel, but should not attempt to reposition the CAM.

CAUTION: Submersion
Submersion (such as during swimming or bathing) is not 
advised. Instruct patients to keep showers brief and the 
CAM out of the direct stream of water. 

CAUTION: Poor skin contact
Poor contact of the CAM with the skin can negatively affect 
monitoring performance. Instruct patients to secure the 
CAM back in place if it becomes loose or detached.

CAUTION: Skin irritation
Patients with sensitive skin or with known skin conditions 
should use the CAM with caution. If irritation such as 
redness, severe itching or allergic symptoms (i.e. hives) 
develop, instruct, patients to remove the CAM immediately 
and have them contact their physician.

CAUTION: Allergic skin reaction
Do not use the CAM on patients with known skin allergies 
or family history of skin allergies. 

APPLY THE CAM
Step 6
Locate the bone at the bottom of the sternum. This is 
the xiphoid process.

Apply the CAM to the patient’s sternum with the bottom 
part sitting over the xiphoid process. Rub firmly around 
the edges of the patch for 1 minute to ensure adhesion. 
Place two fingers under the event button and press down 
firmly to adhere the top of the CAM to the patient's chest.

RECORD SYMPTOMS
Step 7
Instruct patients to gently
press the button only once
each time they feel symptoms,
and record the date/time in
the Patient Diary (included).
Do not press button repeatedly
or forcefully.

REVIEW
Step 8
Give the patient the Patient Diary and CAM
box and explain their use. Review all
instructions and Cautions and advise patient
to avoid showering, bathing, or exercise
immediately following application, and
thereafter avoid activities or environments
that result in excessive perspiration, as this
may result in a decreased period of monitoring.

LINK THE CAM TO PATIENT INFORMATION

Step 9
Barcode stickers with the
CAM identification number 
are found inside the CAM
box and must be placed
on the patient’s chart or
typed into the patient’s EMR.

IMPORTANT: Fill in all information on
the front page of the Patient Diary,
including the patient name, date/time when the CAM is activated, 
physician name and hospital/clinic.

Step 10
Register the patient as early as
possible on the BDxCONNECT patient management portal.

Bottom of CAM
over xiphoid process
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process CAUTION: Inability to diagnose if patient and physician

data is missing. The Patient Diary card must be kept with
the CAM to ensure proper diagnosis.
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PATIENT HEALTH RECORD

CAUTION: Choking Hazard
This is a prescribed medical device. Keep device and 
packaging away from young children.

CAUTION: Equipment damage
Use only as directed. Tampering with the CAM may render 
it unusable. There are no user serviceable parts.

CAUTION: May interfere with defibrillation therapy
To avoid ineffective defibrillation therapy, remove the CAM 
before applying any external cardiac defibrillators.

CAUTION: May interfere with MRI scanning
The CAM is not intended for use with MRI equipment and 
could reduce effectiveness of diagnostic scanning. 
Remove before any MRI scan.

CAUTION: Ineffective electronic imaging
The CAM is not intended for use with imaging equipment 
and could reduce effectiveness of diagnostic imaging. 
Remove before using electronic imaging systems.

CAUTION: Equipment damage
Use only with approved Bardy Diagnostics BDxStation.

CAUTION: Enclosure damage
Do not use any parts that appear damaged. Check the 
CAM for damage before using and reject any parts that 
have been damaged in shipping.

CAUTION: Electrical shock
The CAM contains electrodes for monitoring ECG. Do 
not allow conductive parts of the electrodes on the CAM 
to come in contact with other conductive parts 
(including earth).
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CAUTION: Touching the adhesive can
reduce adhesive performance. Hold onto
tabs at the end of the CAM. 
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2. If you feel symptoms that may be
related to your heart, gently push the
button and record date/time in this
diary. Do not push button repetitively
or forcefully.

CAUTION: If your CAM becomes
dislodged, contact your physician
for assistance.

PATIENT NAME:

PHYSICIAN NAME:

HOSPITAL/CLINIC:

DEVICE APPLIED (Required):

Prescribed Wear Time:         Days

Date/Time:  

1. Following your normal daily activities, wear the CAM
for the amount of time prescribed by your physician.   

Wearing the Carnation Ambulatory Monitor (CAM):

Place barcode label here

Carnation
Ambulatory Monitor™

Patient Diary

PUSH ONLY ONCE
when you feel
SYMPTOMS
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1. Following your normal daily activities, wear the CAM
for the amount of time prescribed by your physician.   

Wearing the Carnation Ambulatory Monitor (CAM):

Place barcode label here
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